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iomechanics
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ombined destruction of the rotator cuff and the gleno-
umeral joint may lead to a painful and pseudo-
aralyzed shoulder. In this situation a nonconstrained
houlder prosthesis yields a limited functional result or
ay even be contraindicated. Previous constrained
rostheses (ball-and-socket or reverse ball-and-socket
esigns) have failed because their center of rotation
emained lateral to the scapula, which limited motion
nd produced excessive torque on the glenoid compo-
ent, leading to early loosening. The reverse prosthesis
esigned by Paul Grammont, unlike any previous re-
erse ball-and-socket design, has introduced 2 major
nnovations that have led to its success: (1) a large
lenoid hemisphere with no neck and (2) a small hu-
eral cup almost horizontally oriented with a nonana-

omic inclination of 155°, covering less than half of
he glenosphere. This design medializes and stabilizes
he center of rotation, minimizes torque on the glenoid
omponent, and helps in recruiting more fibers of the
nterior and posterior deltoid to act as abductors. Fur-

hermore, the humerus is lowered relative to the acro-
ion, restoring and even increasing deltoid tension.
he Grammont reverse prosthesis imposes a new bio-
echanical environment for the deltoid muscle to act,

hus allowing it to compensate for the deficient rotator
uff muscles. The clinical experience does live up to
he biomechanical concept: the reverse prosthesis re-
tores active elevation above 90° in patients with a
uff-deficient shoulder. However, external rotation of-
en remains limited, particularly in patients with an
bsent or fat-infiltrated teres minor. Internal rotation is
lso rarely restored after a reverse prosthesis. Failure
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o restore sufficient tension in the deltoid may result in
rosthetic instability. The design does appear to pro-

ect against early loosening of the glenoid component,
ut impingement of the humeral cup on the scapular
eck can lead to scapular notching and polyethylene
ear. This is a cause for concern, especially as the
otch is often more extensive than can be explained
y impingement alone. Bony lysis of the scapula may
lso be related to a polyethylene granuloma. Further
ollow-up is required to ensure that loosening does not
ecome a problem in the long term, and it has been
ecommended to limit its use to elderly patients, argu-
bly those aged over 70 years. Despite these con-
erns, the reverse prosthesis, based on the biome-
hanical Grammont concept, offers a true surgical
ption in several situations where only limited possibili-

ies were previously available: cuff tear arthrosis, per-
istent shoulder pseudo-paralysis due to a massive and
rreparable cuff tear, severe fracture sequelae, pros-
hetic revision in a cuff-deficient shoulder, and tumor
urgery. Finally, surgeons must be aware that results
re less predictable and complication/revision rates
re higher in revision surgery. (J Shoulder Elbow Surg
005;14:147S-161S.)

NTRODUCTION

Whereas the concept of anatomic unconstrained
houlder prostheses has been widely accepted, the
oncept of nonanatomic constrained or semicon-
trained prostheses is more difficult for shoulder sur-
eons to accept because of failures experienced in

he past.5,8,9,16,28,33

In 1985, Paul Grammont designed a reverse pros-
hesis for arthritic shoulders with severe destruction of the
uff, in which standard anatomic prostheses could not
olve the problem of restoring both joint stability and
obility.20,21 This prosthesis (Delta III total shoulder
rosthesis; Depuy International Ltd, Leeds, England)
as been used in France since 1991 and is now
aining increasing popularity throughout Eu-

ope.2,6,11,12,15,22,34,39 Despite the encouraging early
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esults in Europe, it has only recently acquired Food and
rug Administration approval in the United States.
The purpose of this report is to explain the rationale

nd biomechanics behind the design of the Gram-
ont reverse prosthesis. On the basis of the literature
nd our own clinical experience, we will also try to
valuate whether the clinical results match the biome-
hanical concept. Finally, we will describe and sum-
arize some of the unsolved problems with this pros-

hesis. It is hoped that this information will serve as a
eference point for future work to be done in this area.

UFF-DEFICIENT SHOULDER

Unconstrained shoulder arthroplasty has been a
tandard surgical option in the treatment of patients
ith massive unbalanced rotator cuff tears and arthro-

is.1,17,18,32,35,41,43 Total shoulder replacement,
owever, has been abandoned because the exces-
ive shearing forces produce what is known as the
rocking-horse” phenomenon, leading to superior ec-
entric loading on the glenoid and glenoid loosen-
ng.18,32 Hemiarthroplasty has consequently become
he recommended treatment option for the arthritic
houlder in patients with severe cuff deficiency, but
he results in these patients have been less predict-
ble, in terms of both mobility and pain relief (Table

). This is why Neer et al29 proposed the term “limited-
oal rehabilitation” for these hemiarthroplasties:

hey allow some improvement in shoulder pain and
otation but almost no improvement in active elevation
r abduction in patients with preoperative
seudo-paralysis. Elevation occasionally exceeds the
orizontal level but pain relief is often inconsistent,
nd early good results can deteriorate as a result of
lenoid and/or acromial erosion (Figure 1).

Constrained and semiconstrained shoulder pros-
heses were adopted as a logical solution for the
uff-deficient arthritic shoulder. The idea was to pro-
ide a fixed center of rotation relative to the scapula
nd to try to convert the upward-directed force of the
eltoid into a rotatory movement, making elevation

able I Published series for hemiarthroplasty in cuff-deficient shoulde

Author Y N
Follo

(

ollock et al32 1992 19 3 (1
rntz et al1 1993 18 3 (2
illiams and Rockwood41 1996 21 4 (2

ield et al17 1997 16 3 (2
uckerman et al43 2000 15 2 (1
avard et al15 2001 60 4 (2
anchez-Sotelo et al35 2001 33 5 (2

NA: Non Available)
ossible. However, before development of the re-
erse prosthesis of Grammont, the clinical results of
hese prostheses were unsatisfactory because of poor
otion and implant loosening, and they have all been
bandoned.

Persistent
postoperative

pain (n)
Active elevation

(preoperative/postoperative)

2 (6%) 60°/112°
7 (39%) 66°/112°
3 (14%) 70°/120°
3 (19%) 60°/100°
8 (53%) 69°/86°

NA 57°/96°
9 (27%) 72°/91°

igure 1 Glenoid and acromial bone erosion after hemiarthro-
lasty for an arthritic, cuff-deficient shoulder may compromise

nitial good functional results.
rs

w-up
y)

–9)
–10)
–7)
–5)
–15)
–10)
–11)
The first constrained prostheses that were developed
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n the 1970s were adapted from hip prostheses; based
n a ball and socket (Bickel, Macnab-English, Stan-
ore, Michael-Reese, and Bipolar).10,25-28,33,38,42 Pub-

ished results are summarized in Table II.
Subsequently, a number of prostheses were intro-

uced based on a reverse ball-and-socket design
Fenlin, Gerard, Kessel, Kölbel, Liverpool, Neer, and
veryll).3,7,16,19,24,29 However, most remained es-
entially experimental, and the only 2 series pub-
ished in the English-language literature, apart from
he Delta, were on the Kessel prosthesis. Bayley and
essel3 reported a series of 31 Kessel prostheses, of
hich 26 remained in situ and functioning at review

but the follow-up was not given). Of the prostheses, 5
16%) were considered failures: 3 of 5 failed because
f dislocation. Broström et al7 reported a series of 23
essel prostheses followed for 7 years; pain relief
as good in over 90%, but mean active elevation
as poor (35°) and the reoperation rate high (26%).
These previous constrained shoulder prostheses,

ther than the Grammont, tended to fail because their
esign resulted in excessive torque and shear forces
t the glenoid component–bone interface (Figure 2).
urthermore, although they usually allowed some ac-
ive elevation, this was in most cases less than 90° (ie,
nly scapulothoracic motion). Prosthetic instability
as also a concern. Many never really went beyond

he experimental stage, and most are no longer on the
arket today.
The question therefore arises: if all reverse prosthe-

es have failed, why hasn’t the Grammont reverse
rosthesis? In other words, how is the Grammont
rosthesis different?

ESIGN OF GRAMMONT REVERSE PROSTHESIS

The first model of reverse prosthesis, designed by
aul Grammont in 1985, had only 2 components

able II Published series for constrained ball-and-socket prostheses a

Prosthesis (author) Y N
Follow-up

(y)
p

tanmore (Coughlin et al10) 1979 16 3 (2–4)
ichael-Reese (Post et al33) 1980 43 2–6

tanmore (Lettin et al26) 1982 50 2–10
acnab-English (McElwain
and English27) 1987 13 3 (1–5)

wanson bipolar (Swanson
et al38) 1989 35 5

wanson bipolar (Lee and
Niemann25) 1994 14 3 (2–4)
orland bipolar (Worland
et al42) 1997 33 2 (2–4)

NA: Non Available)
Figure 3). The glenoid component was a metallic or c
eramic ball, initially two thirds of a sphere and 42
m in diameter. It was designed to fit over the glenoid

ike a glove and was fixed with cement. The humeral
omponent was a polyethylene socket. Its concave
urface was one third of a sphere, and its stem was
rumpet-shaped for cementing into the humeral me-
ullary canal. A bell saw was used to prepare the
lenoid, and 2 broaches were used to prepare the
ifferent parts of the humerus, 1 for the epiphysis and
for the diaphysis. The initial Grammont reverse

rosthesis was cemented on both the humeral and
lenoid sides.

The preliminary results were published (in French) in
987.20 There were 8 cases: 3 post-radiotherapy ne-

ipolar prostheses

sitent
erative

in (n)
Active elevation

(preoperative/postoperative) Reoperation

(38%) 57/104 3 (19%)
(7%) NA/NA 15 (35%)
(23%) NA/70 9 (18%)

57/85 2 (15%)

(11%) 43/71 5 (14%)

(29%) 35/55 4 (29%)

NA/100 1 (3%)

igure 2 Previous reverse ball-and-socket prostheses tended to fail
ecause their design resulted in excessive torque or shear forces on

he glenoid component (notice the small head and neck, placing
he center of rotation outside the scapula).
nd b

Per
ostop

pa

6
3

12

2

4

4

rosis cases, 1 inflammatory osteoarthritis case, and 4
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evisions of failed prostheses. The mean patient age was
0 years, and the cuff was absent or destroyed in all
ases. Mean follow-up was only 6 months. A transacro-
ial approach (with osteotomy of the lateral acromion)
as used in all but 1 case. Revision osteosynthesis of
cromial nonunion was required in 3 cases. All shoul-

igure 3 The first model of the Grammont reverse prosthesis,
esigned by Grammont in 1985, had only 2 components: the
umeral component was all-polyethylene and trumpet-shaped and
he glenoid component was a metallic or ceramic ball, initially two
hirds of a sphere and 42 mm in diameter. It was designed to fit
ver the glenoid like a glove and fixed with cement. (Picture:
ourtesy of Emmanuel Baulot, MD)
ers were pain-free, but mobility was variable. In 3 c
ases, active anterior elevation was 100° to 130°, but
n the other 3 cases, it was less than 60°.

Unsatisfied with these results, Grammont made fur-
her modifications, evolving to the current design. Be-
ause he had several failures with the cemented glenoid
omponent, he decided to change the glenoid to an
ncemented system. His new concept was that the gle-
oid component should be fixed with a central peg and
ome screws of divergent direction to counteract the
nitial shearing forces.20,21 He also abandoned the
dea of having two thirds of a sphere and opted for a
esign based on half of a sphere to place the center of
otation directly in contact with the glenoid surface,
ecreasing lateral offset at the glenohumeral articula-

ion, thus decreasing shearing forces.
The second model was the Delta III reverse pros-

hesis (Depuy International Ltd), available in 1991,
nd still in use today. Grammont named this reverse
rosthesis “Delta,” as the concept was based on the
ole deltoid for both function and stabilization. Fixa-
ion is now uncemented for the glenoid components
nd either cemented or uncemented in the humerus.
he Delta III has 5 parts: the glenoid base plate
metaglenoid), the glenosphere, the polyethylene hu-
eral cup, the humeral neck, and the humeral stem

Figure 4).
The glenoid component (metaglene) is a 29-mm

isk, with a rough surface and hydroxyapatite coat-
ng. Initial fixation is ensured by a 29-mm-long central
eg and 4 peripheral divergent screws (3.5 or 4.5
m in diameter). The aim is to place 1 screw in the
ase of the coracoid and 1 screw into the inferior
capular pillar for maximum hold. The triangular and
ivergent assembly of the screws has been designed
recisely to counteract the shearing forces during

nitial abduction (Figure 5).
The glenosphere is a cobalt-chrome sphere, avail-

ble in 2 diameters: 36 and 42 mm, with a 19-mm
ffset. Initially, the fixation of the sphere on the meta-
lene was done by use of peripheral threads, but this
echanism had a tendency to unscrew, particularly in

ight shoulders. In 1996 glenosphere-metaglene fixa-
ion was changed to a peripheral Morse taper and
einforced by a central countersunk screw, after
hich no cases of disassociation have been reported.
The humeral stem is conical, and its surface is

ither polished or hydroxyapatite-coated for ce-
ented or uncemented fixation, respectively. It is
vailable in 3 lengths: 100 mm for the standard
rosthesis and 150 and 180 mm for the revision
rosthesis.

The humeral neck is screwed onto the humeral
tem. It has a fin to control rotation, and there are
oles to allow tuberosity osteosynthesis. Like the stem,
t is available with a polished or a hydroxyapatite-

oated surface. Three sizes are available: 36-1 and
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6-2 for a 36-mm-diameter cup and 42-2 for a 42-
m-diameter cup.

igure 4 Current design of the Grammont reverse prosthesis. The
elta III prosthesis has 5 parts: the glenoid base plate (metagle-
oid), the glenosphere, the polyethylene cup, the humeral neck,
nd the humeral stem.

igure 5 The change from a cemented to an uncemented glenoid
ith divergent screws to resist initial shear forces.
The humeral cup is made of polyethylene and has f
diameters conforming the 36 and 42 mm gleno-
pheres. It is 6-mm-thick and press-fitted onto the
umeral neck component. A 9-mm metallic extension
ay be screwed onto the neck to increase the hu-
eral offset. The humeral cup is also available in a
ore constrained form with a deeper cup.
The Delta I and II prostheses are “standard” uncon-

trained versions of the Delta III prosthesis. All 3
rostheses share the same stem and humeral neck.
he Delta I is a hemiarthroplasty, which is easily
onverted from a Delta III by fixing a metal head onto
he humeral neck, whereas the Delta II is a total
houlder prosthesis with a polyethylene glenoid com-
onent in place of the glenosphere.

OTENTIAL BIOMECHANICAL ADVANTAGES OF
HE REVERSED PROSTHESIS, ACCORDING TO
RAMMONT’S CONCEPT

The Grammont reverse prosthesis, unlike any pre-
ious reverse ball-and-socket design, has introduced
major innovations:
1. In contrast to all previous reverse ball-and-socket

prostheses, the Grammont glenoid component is
third of a sphere with a large diameter of 36 or
42 mm and no neck. The back of the gleno-
sphere is in direct contact with the prepared
glenoid surface. This design has the advantage
of placing the center of rotation of the joint in
contact with the in the center of the humeral
head and provides a fixed center of rotation.
Furthermore, the large diameter allows greater
range of movement before impingement of the
components occurs and provides more stability.

2. The humeral component has a small cup, ori-
ented with a nonanatomic inclination of 155°,
that covers less than half of the glenosphere. This
has the advantage of lowering the humerus re-
sulting in overtensioning the deltoid. It allows a
greater range of movement to occur before com-
ponent-bone impingement.

In summary, the main biomechanical advan-
ages of the reverse prosthesis according to Gram-
ont’s concept are as follows: (1) the large ball
ffers a greater potential arc of motion and more
tability than a small ball, (2) the small lateral offset
absence of neck) places the center of rotation
irectly in contact with the glenoid surface and
educes the torque at the point of fixation of the
lenoid component, (3) medializing the center of
otation recruits more of the deltoid fibers for ele-
ation or abduction (Figure 6), and (4) lowering the
umerus increases tension on the deltoid. These
iomechanical properties lead to better functioning
f the deltoid, compensating for the lack of a

unctional rotator cuff.
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LINICAL EXPERIENCE WITH GRAMMONT
EVERSE PROSTHESIS: DOES IT LIVE UP TO THE
IOMECHANICAL CONCEPT?

It remains to be seen whether the theoretic biome-
hanical benefits of the Grammont prosthesis will
ctually prevent the fate that has befallen other semi-
onstrained shoulder prostheses. The few published
eries of Delta prostheses are small but do show
romising early results (Table III).

All series have mostly concentrated on cuff tear ar-

Figure 6 The 7 segments of the deltoid, according to K
(segment III) and part of the anterior deltoid segment
reverse prosthesis, the medialization of the center of ro
for active elevation (C).
hropathy, with follow-up ranging from 2 to 7 years, o
ostoperative elevation (when quoted) from 120° to
38°, postoperative Constant scores from 56.7 to 69,
nd a reoperation rate of 0% to 15%. Much higher
eoperation rates (20%, 37.5%, and 60%) were seen in
he 3 small series in which the Delta was used either for
heumatoid arthritis or for prosthetic revision.12,14,34

ittmeister and Kerschbaumer34 followed up 8 patients
ith Delta reverse prostheses implanted for severe rheu-
atoid arthritis with unreconstructible rotator cuff le-

ions. Three cases (37.5%) required revision: 2 because

dji23 (A); in a normal shoulder, only the middle deltoid
ent II) can participate to active elevation (B); after a
recruits more of the deltoid fibers (segments I and IV)
apan
(segm
f glenoid loosening (1 septic and 1 aseptic) and 1
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ecause of acromial nonunion after a transacromial
pproach. De Wilde et al12 had to perform revision in
of 5 patients after the reverse prosthesis was placed

or failed hemiarthroplasty. The highest rate of revision
as been reported by Delloye et al,14 who had to
erform revision in 3 of 5 patients, also after the reverse
rostheses were placed for failed hemiarthroplasty.
oosening of the glenosphere occurred in 2 cases, 6
ears after surgery. On the basis of their series, they did
ot recommend further use of the prosthesis. In their
pinion, loosening was clearly related to the progres-
ion of bone erosion in the scapula (notching).

In addition, it is important to note that results for this
rosthesis have only been reported in older patients,
ith limited activity levels. One can only assume at
resent that the higher activity levels of younger pa-

ients will lead to higher failure rates.

HE NICE EXPERIENCE

We have reviewed our series of 45 Delta prosthe-
es inserted for massive cuff tear arthritis (21 cases),
racture sequelae (5 cases), or failure of a previous
rthroplasty (19 cases), with a mean follow-up of 40
onths (range, 24 to 72 months).

ailures

To date, 10 patients (22%) have required revision
urgery. Our experience confirms that the reverse
rosthesis is a relatively safe operation in cuff tear
rthritis whereas it is a risky operation in revision
ases: 8 of 19 patients (42%) in the revision group
eeded to undergo reoperation, whereas only 1 of
1 patients (5%) in the cuff tear arthritis group under-
ent reoperation. The stem has been revised in 3
atients (1 periprosthetic fracture and 2 presumed

able III Published series for Delta reverse prosthesis

Author, (y) N Pathology
Follow

(mo

rammont et al20 (1987) 16 CTA 27
e Buttet et al11 (1997) 71 CTA 24
e Wilde et al12 (2001) 5 Revision 30
ittmeister et al34 (2001) 8 RA 54
acobs et al22 (2001) 7 CTA 16
irveaux et al36 (2001) 80 CTA 44
alenti et al39 (2001) 39 CTA 84
oulahia et al6 (2002) 16 CTA and SF 35
elloye et al14 (2002) 5 Revision 81
e Wilde et al13 (2002) 6 Tumors 12
oileau et al (2005) 45 CTA, SF, and

revision
40

TA, Cuff tear arthropathy; RA, rheumatoid arthritis; SF, sequelae of fractu
ases of aseptic humeral loosening, although in 1 of c
hese cases Staphylococcus epidermidis was subse-
uently cultured). Two underwent resection arthro-
lasty for infection. Only 1 failure was related to the
lenoid component, as a result of an intraoperative
lenoid fracture. This shoulder was converted to a
elta I prosthesis (hemiarthroplasty). These 6 failures
ere excluded from the final clinical and radiologic
nalysis.

ange of motion and function

Our clinical experience is in keeping with the
iterature: the reverse prosthesis restores active eleva-
ion but not active rotation in patients with cuff-defi-
ient shoulders. Mean active elevation improved from
5° preoperatively (SD, 25°; 95% confidence inter-
al [CI], 47° to 63°) to 121° postoperatively (SD,
0°; 95% CI, 111° to 131°) (P � .001). There was
o significant improvement in mean active external
otation, which was 7° preoperatively (SD, 19°; 95%
I, 1° to 13°) versus 11° postoperatively (SD, 15°;
5% CI, 5° to 16°) (P � .46). Internal rotation was not

mproved either: patients could only reach the first
acrum vertebra before and after the operation (S1
reoperatively and postoperatively). The Mean Con-
tant score improved from 17 preoperatively (SD, 8;
5% CI, 14 to 20) to 59 postoperatively (SD, 19;
5% CI, 53 to 65) (P � .001). The mean postopera-

ive age- and sex-adjusted Constant score was 87%
SD, 28%; 95% CI, 78% to 96%). The mean postop-
rative American Shoulder and Elbow Surgeons
ASES) shoulder score was 65 (SD, 24; 95% CI, 58 to
3). 78% of patients were satisfied or very satisfied
ith the result and 67% had no or slight pain. How-
ver, the postoperative Constant score, adjusted Con-
tant score, and ASES shoulder score were all signif-
cantly higher in the massive cuff tear arthritis group

Active
elevation

(preoperative/
postoperative)

Constant
(preoperative/
postoperative) Reoperation

NA 14/69 13%
NA/120° 19.4/59.9 4.2%
“Fair” 14/62 20%
NA 17/63 37.5%
NA 17.9/56.7 0%
73°/138° 22.6/65.6 5%
60°/120° 21/63 15%
70°/138° 31/59 12.5%
NA/72° NA/40 60%
NA/106° NA 0%
55°/121° 17/59 13%
-up
)

ompared with the revision prostheses group (P �
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01, .004, and .002, respectively). In our experi-
nce, patients with cuff-deficient shoulders regained
etter active elevation after a reverse prosthesis than
fter hemiarthroplasty. As one might expect, the func-

ional results were not as good when the Delta was
sed in revision surgery. Both the Constant score and
he ASES score were significantly lower in this group
s compared with the cuff tear arthritis group.

ctive external rotation and status of teres minor

We confirmed that the status of the teres minor
ffected the functional result: the Constant score im-
roved to 66 � 16 points when the teres minor was

ntact or hypertrophic but was only a mean of 46 �
3 points when the muscle was torn or exhibited
ignificant fatty infiltration (P � .007). The status of
he teres minor also had a direct influence on the
ostoperative active external rotation: patients with
n intact or hypertrophic teres minor had a mean of
5° of postoperative active external rotation,
hereas those in whom the muscle was torn or exhib-

ted fatty infiltration had no active external rotation at
he last review (P � .02). A hornblower sign was
vidence of this absent active external rotation.

edialization and lowering of center of rotation

We also confirmed the displacement of the cen-
er of rotation using a radiologic method developed
y Sirveaux et al.34 The mean medialization was
9.0 mm (SD, 9.9 mm; 95% CI, 15.0 to 23.0 mm).
he center of rotation was also lowered by a mean
istance of 3.7 mm (SD, 9.2 mm; 95% CI, 0.5 to
.9 mm), although this was relative to a high pre-
perative position in most cases.

edialization of humerus

We measured the distance between the lateral
order of the acromion and the intramedullary axis of

he proximal humerus before and after the operation
n an anteroposterior view with the arm at the side
Figure 7). The medialization of the humerus (medial
ranslation of humerus) averaged 16 mm (95% CI, 13
o 19 mm).

owering of humerus and arm lengthening

We measured the length of the upper arm relative
o the opposite side (with the elbow flexed) using a
pecially designed caliper (Figure 8). The distance
etween the acromion and olecranon increased by a
ean of 15 mm (range, �5 to 40 mm; SD, 11 mm;
5% CI, 10 to 18 mm). Although downward dis-
lacement of the center of rotation is minimal, this

ncrease in arm length does seem important for reten-
ioning the deltoid. In practice, this means that the

rosthesis should fit tightly when reduced, and our p
xperience has confirmed that when this is not
chieved, instability can be a problem. Three cases
ere complicated by anterior instability, and in two
ases, stability was restored by inserting an extension
o the epiphyseal component to increase the offset. In
he third case, however, the tension already ap-
eared to be adequate, and stability was restored by
hanging a damaged polyethylene insert.

lenoid fixation and scapular notching

Radiolucent lines were seen in 16 shoulders at the
uperior part of the metaglenoid plate, but these were
ess than 2 mm and none were progressive. In only 1
ase the radiolucent line measured more than 2 mm.
owever, notching at the inferior aspect of the gle-
oid was present in 24 cases (74%), and this ex-
ended to or beyond the inferior screw in 10 cases.
luoroscopic examination showed that this was a
esult of impingement of the medial aspect of the
olyethylene humeral cup on the scapular neck infe-
iorly but also posteriorly. Neither the presence nor
he size of the notch had any significant effect on the
unctional scores with our current follow-up. To date,
here have been no revisions for glenoid loosening
even when the notch extended beyond the inferior
crew) other than the 1 patient who sustained an
ntraoperative glenoid fracture.

umeral fixation

Incomplete radiolucent lines were seen in 22 hu-
eral components but in only 6 cases were they more

han 2 mm wide and none were circumferential. Five

igure 7 Medialization of the humerus leads to detensioning of
he deltoid fibers unless the humerus is lowered in order to over-
ension the deltoid.
atients did, however, require revision of the humeral
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omponent, although this was a result of infection in 2
nd a fracture in 1.

NSOLVED PROBLEMS WITH DELTA REVERSE
ROSTHESIS
eltoid tensioning and potential instability

According to Grammont et al,20,21 one should
istinguish 2 different types of what they called “de-
oaptation” (Figure 9). This can be assessed on the
ostoperative anteroposterior view, with the arm at

he side. Superior (asymmetric) decoaptation, which
s considered “normal” by Grammont, is probably a
esult of impingement of the humeral cup on the
nferior border of the scapular neck, the same mech-
nism that produces notching. It reduces with abduc-

ion or elevation when the middle deltoid contracts
uscle. However, this impingement may in some
ases participate in the prosthetic instability. Global
ecoaptation, which is abnormal, is a gap between

he ball and the socket and is probably a result of
nsufficient tension in the deltoid muscle (Figure 10,
). The resulting instability should be addressed by

Figure 8 Lowering the humerus, after a reverse prosth
the operative (right) side measured and compared with
tension and strength of the deltoid.
ncreasing the offset to restore deltoid tension. As a
een above, this can be done by inserting a humeral
eck extension under the polyethylene cup and/or by
ncreasing the size of the glenosphere and the cup
42 mm instead of 36 mm).

Intraoperative determination of deltoid tension is dif-
cult and guided mostly by surgical experience. The
nly guide one can really trust is that reduction should
eel quite tight. We also have found that the conjoint
endon should feel tensioned after reduction with the
rm at the side and the elbow extended. Although
rosthetic instability is not a frequent problem, almost all
eries report some cases.6,11,12,34,36,39 We observed 3
rosthetic dislocations in our own series; all occurred
pproximately 1 to 3 months postoperatively. Two dis-

ocations occurred in revision cases and were success-
ully treated by adding an extension to the humeral neck
omponent in two and by changing the polyethylene
umeral cup in one. The patients were immobilized in
eutral rotation for 6 weeks and have sustained no
dditional dislocation since then.

Prosthetic instability may be related to insufficient
ension of the deltoid and medial impingement but is

is demonstrated by the increased arm lengthening on
pposite (left) side. Lowering of the humerus increases
esis,
the o
lso facilitated by medialization of the humerus and,
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Figure 9 Superior decoaptation of the prosthesis can be normal and usually disappears with active elevation (A),
whereas global decoaptation of the prosthesis is abnormal, leading to prosthetic instability (B).
Figure 10 Undertensioning the deltoid may lead to prosthetic instability (A), whereas overtensioning the deltoid
may lead to a fracture of the acromion (B).
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onsequently, the slackening of the remaining rotator
uff muscles (Figure 10, A). Prosthetic instability
eems to be less frequent when the prosthesis has
een inserted through an anterosuperior transdeltoid
pproach, probably because the remaining subscap-
laris is not detached. Another potential reason for
rosthetic instability is the frequent formation of a
ematoma in the dead space under the acromion
fter a reverse prosthesis. In 1 case, we observed that

he liquid of the hematoma was interposed between
he humeral cup and the glenosphere, contributing to
he prosthetic dislocation. We have termed this the
piston mechanism.” This is why we recommend in-
erting a drain after implanting a reverse prosthesis
nd we systematically place the patient in an abduc-

ion at 60° for 3 weeks to fill the dead space under the
cromion and to avoid the collection of hematoma.
inally, prosthetic instability after a reverse prosthesis
s more frequent in revision surgery because of the
requent atrophy or destruction of the anterior deltoid,
nd one should be even more prudent with postoper-
tive rehabilitation in this case.

Overtensioning the deltoid may lead to a fracture
f the acromion, especially in patients with severe
steoporosis and eroded acromial bone often seen in
uff tear arthritis. These can be considered as fatigue
ractures (Figure 10, B). In our series we observed 2
cromial fractures that appeared as incidental find-

ngs on the 3-month postoperative radiographs. Nei-
her patient could recall any trauma, both were com-
letely asymptomatic, and there did not appear to be
ny detrimental effect on function. Overtensioning the
eltoid muscle may also result in a slight and perma-
ent abduction of the arm with impossibility for the
atient to adduct the arm at the side. Elongation of the
xillary nerve may also be a potential concern.

umeral fixation

To date, the rate of glenoid component loosening
n the Delta reverse prosthesis has been reported to
e between 2% to 5%.11,12,15,22,34,37,39 One should
eep in mind that the Grammont prosthesis is a semi-
onstrained prosthesis, which means that there is
dded constraints and torsional forces. If those con-
traints are potentially decreased on the glenoid side,
hen they may be increased on the humeral side. Our
linical experience has shown us that fixation may be
ore problematic on the humeral side than on the
lenoid side. As mentioned above, we have not
bserved any glenoid loosening to date. Conversely,
evision surgery was necessary at 12 to 18 months in

patients because of humeral loosening (though 4
ere related to infection or fracture). The patients
ere aged 52 to 67 years, and all initially underwent

mplantation for prosthetic revision. Humeral radiolu-

ent lines of more than 2 mm were seen in 4 addi- b
ional cases. In a previous multicenter study, some
ases of subsidence of the humeral component were
bserved when a noncemented humeral component
as used.15 Finally, we have observed a late un-

crewing between the humeral neck and stem in a
atient from another center. In addition to compres-
ive forces, rotational forces are also present on the
umeral side.

Some of the potential reasons for such humeral
ubsidence, unscrewing or loosening are as follows:
1) the humeral stem of the Delta prosthesis is round
nd offers very little resistance to rotational torque; (2)

he proximal epiphysis and metaphysis are often miss-
ng in fracture sequelae and revision cases (as a result
f tuberosity migration and lysis), thus giving little or
o bony support to the prosthetic stem; (3) the cortical
one of the humeral diaphysis is often very thin,
articularly in revision and fracture sequelae cases;
nd (4) associated low-grade infection is often asso-
iated with revision cases or fracture sequelae. For all
f these reasons, we recommend (1) the use of a
emented humeral stem or possibly a hybrid humeral
omponent with the humeral neck part being unce-
ented and the stem being cemented, (2) the use of

ong stems in revision and fracture sequelae cases,
nd (3) the performance of a 2-step operation if there

s any suspicion of infection (removal of the prosthe-
is, surgical debridement and cleaning of the joint,
nd implantation of a spacer with antibiotics, fol-

owed by prosthesis reimplantation 6 weeks later).

capular notching and polyethylene wear

In all series, scapular notching has been observed
n more than 50% of cases (74% in our series); this is

common radiographic finding at early follow-
p.6,11–13,15,34,36,37,39 We have performed fluoro-
copic examinations which showed that scapular
otching is a result of impingement of the medial
spect of the polyethylene humeral cup on the scap-
lar neck inferiorly with the arm in the adducted
osition, but rotation may also play a role because

he notch is often posterior. From a biomechanical
tandpoint, this impingement is logical, as it is the
irect consequence of the absence of a prosthetic
eck on the glenoid side and the lowering of the
umerus (Figure 11, A). Polyethylene wear has been
bserved on some retrieved humeral cups (Figure 11,
). Impingement of the humeral cup on the scapular
eck is a cause for some concern, especially if the
otch is more extensive than what can be explained
y impingement alone. The latter may be the initiating
actor, with further osteolysis being triggered by poly-
thylene particles.30 Favard et al15 have noted a
egative effect of radiographic scapular notching on
he clinical outcome: if the notch is large (extending

eyond the inferior screw), the Constant score was
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ignificantly lower and the risk for loosening was high
n their series. To try to minimize this problem of
capular impingement and notching, our current sur-
ical practice is to place the glenoid component as

ow (distal) as possible, with a slight inferior tilt of 15°
o 20° after reaming more inferiorly31 (Figure 7).

In summary, medializing the center of rotation at
he level of the glenoid surface and orienting the
umeral cup almost horizontally have been biome-
hanical solutions found by Grammont to avoid ex-
essive forces on the glenoid component and improve
he power of the deltoid. In return, scapular notching
nd polyethylene wear seem to be part of “the price

o pay.” However, trying to escape from Grammont’s
oncept by lateralizing the center of rotation outside
he scapula (by increasing the offset of the gleno-
phere, for instance) may increase the risk of glenoid
oosening (as was seen with previous reverse con-
trained prostheses). In the same way, decreasing
nclination (neck-shaft angle) of the humeral compo-
ent (to avoid scapular notching) could potentially
ncrease the risk of prosthetic instability. Further bio-
echanical and clinical research is required to try to
nd a solution to these difficult problems.

eficient or absent external rotation

As demonstrated in our series, the Grammont re-
erse prosthesis can effectively restore active eleva-
ion and abduction above the horizontal. However, it
oes not restore active external rotation. There are at

east 4 major reasons that can explain the limited and
eak external rotation after a Delta reverse prosthe-

is. The first one is related to the design of the pros-
hesis itself: the limited lateral offset of the gleno-
phere limits the possibility of rotation of the humeral
up around it with the arm at the side. The second
eason for the limited and weak external rotation is

Figure 11 The scapular notching is a direct conse
glenosphere and the horizontal orientation of the hume
screw is shown (B). The retrieved glenoid component
iomechanical and is related to the medialization of h
he center of rotation and of the humerus. The amount
f posterior deltoid that can be used to compensate
or the absent external rotators is decreased because
f this humeral medialization (Figure 12). The remain-
ng external rotators (ie, infraspinatus and teres mi-
or) may also be slackened and less efficient because
f this humeral medialization. However, the muscles
nsertions are also lowered, which, in theory, leads to
eeping their tension unchanged. The only reason for
hese muscles to become less efficient is that their
ectors become more oblique than horizontal be-
ause of the humeral lowering. The third reason for
he lack of improvement in external rotation after a
elta reverse prosthesis is the status of the remaining

eres minor, as already demonstrated in 2 previous
tudies.6,36 Our study confirms that active external
otation after a reverse prosthesis is significantly bet-
er when the teres minor is intact than when it is absent
r has fatty infiltration. Finally, the fourth reason for

he weak external rotation may be related to tech-
ique, as mentioned recently by Nyffeler et al30:
erforation of the posterior cortex of the scapula by

he drill or the posterior screw may damage the
uprascapular nerve at the base of the scapular spine.
herefore, if the infraspinatus is intact preoperatively,
t should be protected during surgery to preserve the
atient’s active external rotation; the posterior screw
ust be either short convergent or directed inferiorly

o avoid a lesion of the suprascapular nerve.
According to Grammont et al,20,21 there are 3

heoretic solutions to improve active external rotation
hen implanting a reverse prosthesis: (1) moving the
eltoid V far forward, (2) performing an external
erotation osteotomy of the humerus under the deltoid
, or (3) increasing retroversion at the time of implant-

ng the humeral component. Obviously, only the latter
ould be used in daily surgical practice, but it would

ce of both the absence of a prosthetic neck of the
p (A) an example of notching that reaches the inferior
nstrates polyethylene wear (C).
quen
ave the potential disadvantage of reducing internal
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otation, which may make it difficult for patients to
each behind the back. The only other logical solution
o restore active external rotation is to perform a
atissimus dorsi and teres major transfer at the same
ime as the reverse prosthesis. This is what we have
tarted to do in patients with persistent pseudo-para-
yzed shoulder and no active external rotation (pre-
perative lag and hornblower signs with severe mus-
le fatty infiltration of infraspinatus and teres minor).

eficient or absent internal rotation

In our series we have found that the Delta reverse
rosthesis rarely restores active internal rotation, mak-

ng it difficult for patients to reach the back with the
and. Again, this is related to prosthetic design,
hich limits lateral offset and medializes the center of

otation leading to (1) limited excursion of the cup
round the ball in the horizontal plane and (2) a
ecreased possibility to use the anterior deltoid to
ompensate for the absent internal rotators. The re-
aining subscapularis muscle, when present, may
lso be less efficient because of the lowering of the
umerus, which makes its vector more oblique.

ONCLUSION

Shoulder arthroplasty in the arthritic, rotator cuff–
eficient shoulder is a difficult surgical problem. The
oncept of the reverse prosthesis developed by Paul
rammont is another step forward in the field of

houlder arthroplasty. Unlike previous reverse ball-

Figure 12 Deficient external rotation after a reverse p
which leads to a decreased amount of posterior deltoid
of the remaining rotator cuff muscles (infraspinatus an
nd-socket designs, he has introduced 2 major inno-
ations: (1) a large metal hemisphere with no neck on
he glenoid side and (2) a small polyethylene cup
covering less than half of the hemisphere), oriented
ith a nonanatomic inclination of 155°, on the hu-
eral side. This design provides a fixed and medial-

zed center of rotation, minimizing torque on the
lenoid component and improving the power of the
nterior and posterior deltoid for abduction. Further-
ore, the humerus is lowered relative to the acro-
ion, restoring (and probably increasing) tension of

he deltoid fibers. This retensioning of the deltoid,
ogether with the improved lever arm for abduction of
he anterior and posterior deltoid, allows the deltoid
o compensate for the absent rotator cuff muscles
Figure 13). Our clinical experience is similar to that
n the literature: the reverse prosthesis restores active
levation above 90° in patients with a cuff-deficient
houlder. However, external rotation often remains
imited, especially in those patients with an absent or
at-infiltrated teres minor. The same is true for internal
otation, which is not improved after a reverse pros-
hesis. Failure to restore sufficient tension in the del-
oid may result in prosthetic instability. The design
oes appear to protect against early loosening of the
lenoid component, but impingement of the humeral
up on the scapular neck is a cause for concern
ecause of bone lysis and polyethylene wear. Fixa-

ion of the humerus may be more of a concern than
xation of the glenoid, especially in revision and
racture sequelae cases, where the proximal epiphy-
is and metaphysis are often missing.

sis is a direct consequence of humeral medialization,
can be used for external rotation (ER). The slackening
s minor may also play a role.
rosthe
that
Despite these concerns, the Grammont reverse
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rosthesis offers a potentially beneficial surgical op-
ion in situations where the rotator cuff and/or the
roximal humerus are destroyed or absent. Such in-
ications include shoulder stiffness or pseudo-paraly-
is due to osteoarthritis with massive and irreparable
uff tear2,11,19,20,22,32,34; fracture sequelae (type 3
r 4) with proximal humerus distorsion and tuberosity
igration, nonunion, or osteolysis4,6; prosthetic revi-

ion in a cuff-deficient shoulder12,14; and tumor sur-
ery.13 Conservative treatment and arthroscopic de-
ridement with tenotomy of the long head of the
iceps allow a regained function in many massive
nd irreparable rotator cuff ruptures. However, in
ome cases, the shoulder may remain unbalanced,
eading to a persistent pseudo-paralyzed shoulder.40

n this clinical situation, a reverse prosthesis may also
e indicated, even in the absence of osteoarthritis.
e emphasize that the reverse prosthesis is not a

rosthesis designed to treat all irreparable rotator cuff
ears without arthritis; nor is it a prosthesis to be used
n situations in which nonconstrained shoulder arthro-
lasty (total shoulder arthroplasty or hemiarthro-
lasty) will yield a good result. Over-indications of

his implant are a potential risk. There are 2 major
ontraindications to a reverse prosthesis: a history of
revious infection and a nonfunctional deltoid mus-
le.

Finally, surgeons (and patients) must understand
hat the reverse prosthesis is still in its clinical trial
hase. They must be aware that (1) results are less
redictable and complication slash revision rates are
igh in revision surgery (dislocations, humeral frac-
ures, loosening, low-grade infections) and (2) further
ollow-up is required to analyze loosening rates in the
ong term. At present, indications for a reverse pros-
hesis should be limited to elderly patients, arguably

Figure 13 The lever arm across which the deltoid
prosthesis abecause of the medialisation of the center
increased because of the lowering of the humerus (L) w
the lowering of the humerus are responsible for the m
hose aged over 70 years, with poor function and
evere pain related to cuff deficiency and osteoarthri-
is. A reverse prosthesis should not be offered to a
oung individual who desires to have a “normal
houlder” and will demand more than it is designed to
o. The reverse prosthesis must be considered a
alvage procedure, and surgeons should be aware
hat in case of failure, functional revision options are
imited.

No benefits in any form have been received or will be
eceived from a commercial party related directly or indi-
ectly to the subject of this article. No funds were received
n support of this study.
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